Welcome to Clear Mind Center, home of the latest in EEG technology! The staff would like to take this opportunity to welcome you and thank you for your purchase. You are about to embark on a remarkable journey into NeuroIntegration therapy.
Technical and instructional information is already loaded onto your new system, including instructional manuals for the NI
System and instructions on how to use the Neuro-Map website. You will also find internet links to helpful videos of archived Lunch & Learn webinars, a Brain Mapping 101 webinar and “Introduction to Neurofeedback” featuring Dr. Richard
Soutar.
When you start your computer the first time, please review the “Training Documents” folder located on the main desktop
of your computer. This folder is located in the middle of the screen. When you open the folder, you will find the following
documents:









NI Instructional Manual (please review this document first)
Patient Forms (optional)
Running a Brain Map (Neuro-Map Quick Start Guide)
Running a Session Using a DVD Movie
Running a Session Using a Music CD
Running a Session Using Mp3 Files
Lead Placement Chart (10-20 Locations)
Basic and Designs Protocol Guide (symptom-based protocol instructions)

It is very important that you invest the time necessary to read through the information above and watch the videos “Brain
Mapping 101” and “Introduction to Neurofeedback.” If you have questions after reading the instructional documents and
watching the videos, please contact technical support at (949)222-1020 Option #2 between the hours of 9am and 5pm
Arizona time.
We look forward to working with you!
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Equipment List
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Assembling Your System
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Hooking Up Mapping Equipment
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KEYSPAN Serial Port Adaptor

Grey Lead Harness

USB Cable

Gold Flat Leads

HASP Key

AC Charger

NeuroIntegrator Box

6” Leads
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(continued) Equipment List

Neuro-Map Recording Device
QEEG Cap

Ear Clip Leads for QEEG Cap
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The first step is to connect the male end of the serial cable to the NeuroIntegrator and lightly tighten
the connector screws on the serial cable to the NeuroIntegrator.

Tighten thumb
screws

Next you will need to connect the other end of the serial cable to the Keyspan. Press the female end of
the serial cable into the Keyspan and gently tighten the connector screws.

Gently tighten thumb screws
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(continued) Assembling Your System

Now you will need to install the USB cable into the Keyspan. Locate the square end of the USB cable
that has the beveled edges on one side. Insert this end into the USB port on the other end of the
Keyspan.

Next, connect the rectangle end of the USB cable to your computer. We suggest that you use the opposite side of the computer from the laptop charging cable plug. This will reduce the possibility of electrical feedback.

Rectangular USB
Connection
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(continued) Assembling Your System

You are now ready to install the HASP key. When properly installed, the red light on the key will glow
to confirm that it is ready to use. It is very important that the HASP Key be kept either in the computer
or in a safe location. The HASP KEY is used to unlock the Bio-Explorer software that you will use to train
your patients. The system will not function without it. NOTE: Replacement cost for the HASP Key is
$600.00.

HASP Key

Next, assemble the Grey Lead Harness. Connect the four short 6” leads to the NeuroIntegrator Box.
The leads are color coded to match the connections on the front of the box.
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(continued) Assembling Your System Step 6

Identify the end of the Grey Lead Harness that does not have the lapel clip. Connect it to the ends of
the 6”leads. Make sure that the corresponding colors match.

Connect the opposite end of the Grey Lead Harness to the Gold Flat Leads. Match the colors of the
lead to the corresponding color on the harness.

Copyright © by Clear Mind Center

8

(continued) Assembling Your System

Now that your system is assembled, you are ready to charge your NeuroIntegrator Box. Connect the AC
Charger to the back of the NeuroIntegrator Box. Plug the AC Charger into an electrical outlet. It will
take approximately eight hours to fully charge the NeuroIntegrator Box. The NeuroIntegrator Box has
been designed to never overcharge. You can safely allow it to charge while not in use so that it will be
ready when needed.

*It is necessary to remove the AC Charger from the NeuroIntegrator Box prior to starting a session.
The system will not function while the AC Charger is connected.
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Disconnect the Grey Lead Harness from the 6” leads that are connected to the NeuroIntegrator Box.
Leave the 6” color-coded 6” Leads connected to the NeuroIntegrator Box. Now install the NeuroMap Recording Device to the color-coded 6” Leads. Make sure that the corresponding colors match.
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Next, connect the rainbow-colored ribbon cable of the QEEG Cap to the other end of the Neuro-Map
Recording Device. Be careful to avoid bending or stepping on this optic cable.

Snap the Ear Clip Leads into the QEEG Cap. Place the QEEG Cap on your patient’s head while holding
the ear clips (to prevent entanglement in your patients hair). Be sure to locate the white lead on your
patient’s left side. Apply 10/20 paste to your patient’s ear lobes. First attach the white ear clip to your
patient’s left ear lobe.* Then attach the red ear clip to your patient’s right ear lobe. Anti-static mats
are recommended for use underneath your patient’s chair. These can be purchased at any local office
supply store.
*ALWAYS attach the left (white) ear clip first, which is the ground. This will prevent your system from
blowing the amp.

Left & Right Ear Clips

You are ready to start recording!
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